The reproducibility and interpretation of carbon dioxide cystometry.
The day-to-day and same-day variability of carbon dioxide cystometry was examined in a population of men. Considerable variability was observed in each parameter monitored. The implications of such variability, and the validity and significance of certain cystometric events are discussed.